
11701 I-30 Bldg 1, Ste 115 - Little Rock, AR 72209

501-455-3233 Fax 501-455-6118

McKesson Corporation - Env. Srvcs Dept.

San Francisco, CA 94104

One Post St. -- 34th Floor

Jim Fleer

18 November 2015

SDG Number: 1511164

RE: Arkwood Monthly Sampling

Enclosed are the results of analyses for samples received by the laboratory on

12-Nov-15 08:51. If you have any questions concerning this report, please feel free to

contact me.

Sample Receipt Information:

Project Number: November 2015

Custody Seals b

bContainers Correct

COC/Labels Agree b

Received On Ice b

Temperature on Receipt 3.0°C

Norma James
President

This document is intended only for the use of the person(s) to whom it is expressly addressed. This document may

contain information that is confidential and legally privileged. If you are not the intended recipient, you are notified that

any disclosure, distribution, or copying of this document is strictly prohibited. If you have received this document in

error, please destroy.

Sincerely,

*9643588*
9643588



McKesson Corporation - Env. Srvcs Dept.

Project: Arkwood Monthly Sampling

San Francisco, CA 94104

One Post St. -- 34th Floor

Jim Fleer

18 November 2015

Date Received: 12-Nov-15 08:51

Project Number: November 2015

CASE NARRATIVE

Sample Delivery Group � 1511164

One OR more of the qualifiers described below may appear in this report.

QUALITY CONTROL QUALIFIERS:

Qualifier Description
E20 Sample used as "parent" for the associated analytical batch.

%D3/S-01 / E1 Surrogate failed to recover within acceptance criteria (%D3/S-01).

Results associated with this surrogate were qualified as "estimated" (E1).

B Present in the Associated Blank

B1 Present in Blank, but Not In the Sample.

%D2 / E5 Laboratory Control Spike (LCS) and/or Laboratory Control Spike Duplicate (LCSD) failed to recover with acceptance criteria (%D2).

Associated results were qualified as "estimated" (E5).

%D1 Matrix pike (M ) and/or Matrix pike Duplicate (M D) failed acceptance criteria

MBA Failed criteria due the high concentration of analyte in the parent sample.

MBI Failed criteria due an interference in the parent sample.

%D3 Quality Control Surrogate failed acceptance criteria.

NREC Quality Control Surrogate failed.

NREC Quality Control Surrogate failed.
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McKesson Corporation - Env. Srvcs Dept.

Project: Arkwood Monthly Sampling

San Francisco, CA 94104

One Post St. -- 34th Floor

Jim Fleer

18 November 2015

Date Received: 12-Nov-15 08:51

Project Number: November 2015

Lab Number:

Date/Time Collected:

Sample Matrix:

11/11/15 10:30

ANALYTICAL RESULTS

Sample Name: Mouth

1511164-01

Water

Units Result Date/Time Analyzed BatchSemivolatiles MethodQualifier(s)

Pentachlorophenol ug/L 84.6 A511197 8270D, Rev 4, 200711/16/15 12 59

%2,4,6-Tribromophenol [surr] A51119790.6 8270D, Rev 4, 200711/16/15 11:50

%2-Fluorophenol [surr] A51119749.3 8270D, Rev 4, 200711/16/15 11:50

%Phenol-d5 [surr] A51119732.6 8270D, Rev 4, 200711/16/15 11:50

Lab Number:

Date/Time Collected:

Sample Matrix:

11/11/15 10:00

ANALYTICAL RESULTS

Sample Name: Weir

1511164-02

Water

Units Result Date/Time Analyzed BatchSemivolatiles MethodQualifier(s)

Pentachlorophenol ug/L 2.20 A511197 8270D, Rev 4, 200711/16/15 12:11E1

%2,4,6-Tribromophenol [surr] A51119757.5 8270D, Rev 4, 200711/16/15 12:11%D3

%2-Fluorophenol [surr] A51119731.5 8270D, Rev 4, 200711/16/15 12:11%D3

%Phenol-d5 [surr] A51119722.7 8270D, Rev 4, 200711/16/15 12:11
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McKesson Corporation - Env. Srvcs Dept.

Project: Arkwood Monthly Sampling

San Francisco, CA 94104

One Post St. -- 34th Floor

Jim Fleer

18 November 2015

Date Received: 12-Nov-15 08:51

Project Number: November 2015

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit NotesAnalyte

Semivolatiles - Quality Control

QUALITY CONTROL RESULTS

Analyzed: 16-Nov-15 10:26 By: KR

Batch A511197 - EPA 3510C MS

Blank (A511197-BLK1) Prepared: 13-Nov-15 Analyzed: 16-Nov-15

Pentachlorophenol ug/LND 1.00

" 40.0 68.2-119Surrogate: 2,4,6-Tribromophenol 77.431.0

" 40.0 37-100Surrogate: 2-Fluorophenol 56.122.5

" 40.0 15-125Surrogate: Phenol-d5 37.314.9

LCS (A511197-BS1) Prepared: 13-Nov-15 Analyzed: 16-Nov-15

Pentachlorophenol ug/L31.4 1.00 40.0 54-12378.4

" 40.0 68.2-119Surrogate: 2,4,6-Tribromophenol 91.436.6

" 40.0 38.3-82Surrogate: 2-Fluorophenol 54.621.8

" 40.0 29-58Surrogate: Phenol-d5 39.215.7

Matrix Spike (A511197-MS1) Prepared: 13-Nov-15 Analyzed: 16-Nov-15Source: 1511164-01

Pentachlorophenol ug/L169 2.00 80.0 84.6 37.6-142106

" 80.0 68.2-119Surrogate: 2,4,6-Tribromophenol 91.072.8

" 80.0 37-83.6Surrogate: 2-Fluorophenol 51.341.0

" 80.0 15-66.9Surrogate: Phenol-d5 36.729.3

Matrix Spike Dup (A511197-MSD1) Prepared: 13-Nov-15 Analyzed: 16-Nov-15Source: 1511164-01

Pentachlorophenol ug/L177 2.00 80.0 84.6 8.9437.6-142115 4.43

" 80.0 68.2-119Surrogate: 2,4,6-Tribromophenol 87.069.6

" 80.0 37-83.6Surrogate: 2-Fluorophenol 53.042.4

" 80.0 15-66.9Surrogate: Phenol-d5 36.829.4

QUALIFIER(S)

Surrogate Percent Recovery Does Not Meet Laboratory Acceptance Criteria*%D3:

Estimated Result Due to Surrogate Failure*E1:

All Analy i performed according to EPA approved methodology when available

In trument calibration and quality control ample performed at or above frequency pecified in analytical method

Reviewed by

SW 846, Revi ed December, 1996; EPA 600/4 79 020, Revi ed March, 1983; Standard Method

Norma Jame and/or Tere a Coin

Technical Director and/or QA Officer
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CLIENT INFORMATION 

McKeeson Corporation 

14348 Nieman Rd. 

Overland Park K S 66221 

Attn : Jim Fleor 

11 701 Interstate30, Bldg. 1, Ste. 115 
Little Rock, AR 72209 
PHONE: 501-455-3233 CHAIN OF CUSTODY RECORD 
FAX: 501-455-6118 

Project Description Tuninrounlf Time Pl'rscl'l'Ufilln Codes: 

Arkwood Monthly Sampli:ig 1 03y (100%) I. Cnnl, J Oegrc11.s C~oligruh.• J. 
1

1'1tio~11 l fufc for Dechlorination 

2 Day (50%) 2. Sulfu l'ic ;\dd (11,SO,), pll < 2 ~. I lyd rochlnric 1\dd(l ICI) 

Reporting Information 3 Day (25%) 3. Nilric Add (1INO,), 1111 < 2 G. Sodiu111 I lydroxidc (NnOM).1111 > 12 

Telephone: 913-706-3422 < ~ t>)V (l~oritml~I TEST PARAME T ERS Uoute Tn>e Code: 

Email. james.fleer@mckesson ,com Preservative Code· 1 0 => GJ:u~· P ~ Pbuic 

Bouie Type. GA V S~num. A Amhc<r 

f£3 ' 0 ) lv- cr~ko\ " .!. F/te/ Ci 
c Arkansas 

saLrcJ.i g 

Q) 
..c Analytical Work a. 

Sampler(s) Printed E Order Number: 
~ 

\....-"' ..c ~ 
Field SAMPLE COLLECTION SAMPLE oO 

~mbi!t lllO 

ol 15 lll~q Samplo c~ 
Number Date/s Time/s Gcab Comp llolll<>s Ma~x IDENTIFICATION! DESCRIPTION <I> «> 

a. ~ 

l I )t \ 
\ \ j I~ 

1. Relinoulshed hu· IStnnatu rel 

~ 
-

3. Relinauished bv: ISlnnaturel 

~Jet 
~ov1slon 2 
2114114 

) c., \ \)\ 1:.'0 

I ~ ,0 \00 

Oate!!imo 

II /11/1 <; 
J<a!4$ 

Di!le/Time 

I(-\ 1,/10 
oi0\ 

x 2 Water Mouth 

x 2 Water Weir 

2. Received bv: ISlonaturel 

\ 
/~dff / 

4. Re teived bv lab: ISlonaturel 

.f ~~l0:~~ 
~ 

I 

x O\ 
x {)Z... 

ONSITE MEASUREMENTS BY Oxford Environmental 

pH Temperature 00% 

Mouth 5- (9 1J'Z.. I\ 39,7 
Weir Co .o·> l ~. 11 1~1- 0 

I I 

SAMPLE CONDITION UPON RECEIPT IN LAB REMARKS/ SAMPLE COMMENTS 

1 CUSTODY SEALS \ - ~Yes _ No Flow Rate · «;,,OD 1 
? CONTAINERS CORRECT - ._Yes No - 0 , Power - Z S'.?o 
3 COCILABELS AGREE: - _ Yes No - 0, Cone - '2. o/ 

... - f!) , (o (p 4 RECEIVED ON ICE: Yes _ No o, Residual -- t.. 
S TEMPERATURE ON RECEIPT· ~· 

\\\-tt~~ I;. 'fEMPcRAI URE GUN 10: 

FOR COMPLETION BY LAB ONLY 




